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3. SUMMARY 
 
The objective of this study was to evaluate the potential of MLA-3202 to induce skin irritation 
using a human three dimensional epidermal model (EPISKIN Small Model (EPISKIN-SMTM)). 
The possible skin irritation potential of MLA-3202 was tested through topical application for 15 
minutes.  
 
The study procedures described in this report were designed to be compatible with the most 
recent OECD and EC guidelines. 
Batch RC-1045 of MLA-3202 was a clear amber-red liquid. MLA-3202 was applied undiluted 
(25 µl), directly on top of the skin tissue for 15 ± 0.5 minutes. After a 42 hour post-incubation 
period, determination of the cytotoxic (irritancy) effect was performed. Cytotoxicity is expressed 
as the reduction of mitochondrial dehydrogenase activity measured by formazan production from 
MTT at the end of the treatment. 
 
Skin irritation is expressed as the remaining cell viability after exposure to the test item. The 
relative mean tissue viability obtained after 15 ± 0.5 minutes treatment with the test item 
compared to the negative control tissues was 94%. Since the mean relative tissue viability for 
MLA-3202 was above 50% after 15 ± 0.5 minutes treatment MLA-3202 is considered to be  
non-irritant. 
 
The positive control had a mean cell viability of 12% after 15 ± 0.5 minutes exposure. The 
absolute mean OD570 (optical density at 570 nm) of the negative control tissues was within the 
laboratory historical control data range. The standard deviation value of the percentage viability 
of three tissues treated identically was less than 15%, indicating that the test system functioned 
properly. 
 
Finally, it is concluded that this test is valid and that MLA-3202 is non-irritant in the in vitro skin 
irritation test under the experimental conditions described in this report. 
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4. INTRODUCTION 
Experimental starting  date : 10 May 2016  
Experimental  completion date : 17 May 2016 

 

4.1. Purpose 
MLA-3202 has been tested previously in a Skin corrosion test using EpiDerm as a skin model 
and was found not corrosive (project 511871). The objective of this study was to evaluate  
MLA-3202 for its ability to induce skin irritation using Episkin as a skin model. EpiDerm and 
Episkin are recommended for testing skin corrosion and skin irritation, respectively. For this 
purpose MLA-3202 was topically applied on a human three dimensional epidermal model. 
 
Background of the test system 
The test is based on the experience that irritant chemicals show cytotoxic effects following short 
term exposure to the stratum corneum of the epidermis. The test is designed to predict and 
classify the skin irritation potential of a test item by assessment of its effect on a three 
dimensional human epidermis model (1-10).  
 
The test consists of topical application of the test item on the skin tissue for 15 minutes. After 
exposure the skin tissue is thoroughly rinsed to remove the test item and transferred to fresh 
medium. After a 42 hour incubation period, determination of the cytotoxic (irritancy) effect is 
performed. 
 
Cytotoxicity is expressed as the reduction of mitochondrial dehydrogenase activity measured by 
formazan production from 3-(4,5-dimethylthiazol-2-yl)-2,5-diphenyl tetrazolium bromide (MTT) 
at the end of the treatment. 
 

4.2. Guidelines 
The study procedures described in this report are in compliance with the following guidelines: 
- Organisation for Economic Co-operation and Development (OECD), OECD Guidelines for 

Testing of Chemicals, Guideline no. 439: In Vitro Skin Irritation: Reconstructed Human 
Epidermis Test Method (adopted 28 July 2015). 

- European Community (EC). Commission regulation (EC) No. 440/2008, Part B: Methods for 
the Determination of Toxicity and other health effects, Guideline B.46 “In Vitro Skin 
Irritation: Reconstructed Human Epidermis Model Test ". Official Journal of the European 
Union No. L142; Amended by EC No. 640/2012 OJ No. L193, 20 July 2012. 

 

4.3. Retention of records and materials 
Records and material pertaining to the study, which include study plan and amendments, raw 
data, specimens, except perishable specimens, and the final report will be retained in the archives 
of the test facility for a minimum of 5 years after the finalization of the report. After this period, 
the sponsor will be contacted to determine how the records and materials should be handled. The 
test facility will retain information concerning decisions made. 
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Perishable specimens (e.g. requiring refrigeration or freezing) will be discarded following 
evaluation in the study without further notice to the study sponsor. 
 
A sample of the test item will be retained until expiry date or applicable retest date. After this 
period the sample(s) will be destroyed.  
 

4.4. Responsible personnel 
4.4.1. Test facility 

Study Director I.M.J. Eurlings, PhD.  
 

4.4.2. Sponsor Representative 
Study Monitor Audrey Batoon, Ph.D. 

 

5. MATERIALS AND METHODS 
5.1. Test item 
5.1.1. Test item information 
Test item number 
 

207258/A 

Identification  MLA-3202 
Appearance Clear amber-red liquid 
Batch RC-1045 
Purity/Composition UVCB 
Test item storage At room temperature  
Stable under storage conditions until 17 February 2019 (expiry date) 

 

5.1.2. Study specific test item information 
Purity/composition correction factor No correction factor required 
Test item handling No specific handling conditions required 
Stability at higher temperatures Stable 
Chemical name (IUPAC), synonym 
or trade name 

Amides, tallow, N,N-bis(2-hydroxypropyl) 

CAS Number 1454803-04-3 
 

5.2. Reference items 
5.2.1. Negative control: 
Phosphate buffered saline (PBS, Merck KGaA, Darmstadt, Germany). 
 
5.2.2. Positive control: 
5% (aq) Sodium dodecyl sulphate (SDS, Sigma, Zwijndrecht, The Netherlands) [CAS Number 
151-21-3] in PBS. 
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5.3. Test item preparation 
The liquid test item was applied undiluted (25 µl) directly on top of the tissue.  
 

5.4. Test system 
Test system 
EPISKIN Small ModelTM (EPISKIN-SMTM, 0.38 cm2, Batch no.: 16-EKIN-019, APPENDIX 4). 
This model is a three-dimensional human epidermis model, which consists of adult human-
derived epidermal keratinocytes which have been seeded on a dermal substitute consisting of a 
collagen type I matrix coated with type IV collagen. The keratinocytes were cultured for 13 days, 
which results in a highly differentiated and stratified epidermis model comprising the main basal, 
supra basal, spinous and granular layers and a functional stratum corneum.  
 
Rationale 
In the interest of sound science and animal welfare, a sequential testing strategy is recommended 
to minimise the need of in vivo testing. One of the validated in vitro skin irritation tests is the 
EPISKIN test, which is recommended in international guidelines (e.g. OECD and EC). 

 
Source 
SkinEthic Laboratories, Lyon, France.  
 

5.5. Preparation and preincubation 
Tissues 
On the day of receipt the tissues were transferred to 12-well plates and preincubated with 
prewarmed Maintenance Medium for approximately 24 hours at 37°C (Figure 1). Maintenance 
medium and Assay medium were supplied by Skinethic Laboratories, Lyon, France.  

 
Figure 1 A diagram of the application. 
 
MTT medium 
MTT concentrate (Sigma Aldrich, Zwijndrecht, The Netherlands; 3 mg/ml in PBS) diluted (10x) 
in Assay medium (final concentration 0.3 mg/ml). 
 
Environmental conditions 
All incubations, with the exception of the test item incubation of 15 minutes at room 
temperature, were carried out in a controlled environment, in which optimal conditions were a 
humid atmosphere of 80 - 100% (actual range 67 - 89%), containing 5.0 ± 0.5% CO2 in air in the 

12 Well plate 

Cell culture insert 
Test item 
Skin tissue 
Maintenance medium 
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dark at 37.0 ± 1.0°C (actual range 34.9 – 37.0°C). Temperature and humidity were continuously 
monitored throughout the experiment. The CO2 percentage was monitored once on each working 
day. Temporary deviations from the temperature, humidity and CO2 percentage may occur due to 
opening and closing of the incubator door. Based on laboratory historical data these deviations 
are considered not to affect the study integrity.  
 

5.6. Study design 
5.6.1. Test for the interference of the test item with the MTT endpoint 
A test item may interfere with the MTT endpoint if it is coloured and/or it is able to directly 
reduce MTT. The cell viability measurement is affected only if the test item is present on the 
tissues when the MTT viability test is performed.  
 
MLA-3202 was checked for possible direct MTT reduction and colour interference in the Skin 
corrosion test using EpiDerm as a skin model (project 511871). Because solutions did not turn 
blue / purple and a blue / purple precipitate was not observed it was concluded that MLA-3202 
did not interfere with the MTT endpoint.  
 

5.6.2. Application/Treatment of the test item 
The test was performed on a total of 3 tissues per test item together with negative and positive 
controls. Twenty five µl of the undiluted test item was added into 12-well plates on top of the 
skin tissues. Three tissues were treated with 25 µl PBS (negative control) and 3 tissues with 
25 µl 5% SDS (positive control) respectively. The positive control was re-spread after 7 minutes 
contact time. After the exposure period of 15 ± 0.5 minutes at room temperature, the tissues were 
washed with phosphate buffered saline to remove residual test item. After rinsing, the cell culture 
inserts were each dried carefully and moved to a new well on 2 ml pre-warmed maintenance 
medium until all tissues were dosed and rinsed. Subsequently the skin tissues were incubated for 
42 hours at 37°C.    
 
5.6.3. Cell viability measurement 
After incubation, cell culture inserts were dried carefully to remove excess medium and were 
transferred into a 12-wells plate prefilled with 2 ml MTT-solution (0.3 mg/ml in PBS). The 
tissues were incubated for 3 h at 37°C. After incubation the tissues were placed on blotting paper 
to dry the tissues. Total biopsy was made by using a biopsy punch. Epidermis was separated 
from the collagen matrix and both parts were placed in prelabeled microtubes and extracted with 
500 µl isopropanol (Merck, Darmstadt, Germany). Tubes were stored refrigerated and protected 
from light for approximately 71 hours. The amount of extracted formazan was determined 
spectrophotometrically at 570 nm in duplicate with the TECAN Infinite® M200 Pro Plate 
Reader. 
 
Cell viability was calculated for each tissue as a percentage of the mean of the negative control 
tissues. Skin irritation potential of the test item was classified according to remaining cell 
viability following exposure of the test item. 
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5.7. Interpretation 
5.7.1. Acceptability of the assay 
The in vitro skin irritation test is considered acceptable if it meets the following criteria: 
a) The absolute mean OD570 (optical density at 570 nm) of the three tissues of the negative 

control should reasonably be within the laboratory historical control data range and the 
Standard Deviation value (SD) of the % viability should be ≤18. 

b) The mean relative tissue viability of the positive control should be ≤50% relative to the 
negative control and the Standard Deviation value (SD) of the % viability should be ≤18. 

c) The SD calculated from individual % tissue viabilities of the three identically treated 
replicates should be ≤18. 

 

5.7.2. Data evaluation and statistical procedures 
A test item is considered irritant in the skin irritation test if: 
The relative mean tissue viability of three individual tissues after 15 minutes of exposure to the 
test item and 42 hours of post incubation is ≤ 50% of the mean viability of the negative controls. 
 
A test item is considered non-irritant in the in vitro skin irritation test if: 
The relative mean tissue viability of three individual tissues after 15 minutes of exposure to the 
test item and 42 hours of post incubation is > 50% of the mean viability of the negative controls. 
 
Table 1 Data interpretation of test items  

Relative mean viability of 3 individual tissues 
after 15 minutes of exposure and 42 hours of 

post incubation 
Prediction to be considered 

≤ 50% of the mean viability of the negative 
controls 

 
Category 1 or Category 2 

(additional information on corrosion 
needed) 

 
> 50% of the mean viability of the negative 

controls No category 

 
 

5.8. List of deviations 
5.8.1. List of study plan deviations 
There were no deviations from the study plan.  
 

5.8.2. List of standard operating procedures deviations 
Any deviations from standard operating procedures were evaluated and filed in the study file. 
There were no deviations from standard operating procedures that affected the integrity of the 
study.  
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6. ELECTRONIC SYSTEMS FOR DATA ACQUISITION 
The following electronic systems were used for data acquisition: 
- REES Centron Environmental Monitoring system version SQL 2.0 (REES Scientific, Trenton, 

NJ, USA): Temperature and humidity. 
- Magellan Tracker 7.0 (TECAN, Austria) for optical density measurement.  
 

7. RESULTS 
The mean absorption at 570 nm measured after treatment with MLA-3202  and controls are 
presented in APPENDIX 1, Table 2. The individual OD570 measurements are presented in 
APPENDIX 2. 
 
Table 3 shows the mean tissue viability obtained after 15 ± 0.5 minutes treatment with the test 
item compared to the negative control tissues. Skin irritation is expressed as the remaining cell 
viability after exposure to the test item. The relative mean tissue viability obtained after 15 ± 0.5 
minutes treatment with MLA-3202 compared to the negative control tissues was 94%. Since the 
mean relative tissue viability for MLA-3202 was above 50% MLA-3202  is considered to be 
non-irritant. 
 
The positive control had a mean cell viability after 15 ± 0.5 minutes exposure of 12%. The 
absolute mean OD570 of the negative control tissues was within the laboratory historical control 
data range (See APPENDIX 3). The standard deviation value of the percentage viability of three 
tissues treated identically was less than 15%, indicating that the test system functioned properly. 
 

8. CONCLUSION 
Finally, it is concluded that this test is valid and that MLA-3202 is non-irritant in the in vitro skin 
irritation test under the experimental conditions described in this report and should not be 
classified according to the Globally Harmonized System of Classification and Labeling of 
Chemicals (GHS) of the United Nations. 
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APPENDIX 1 
Tables 

 
Table 2 Mean absorption in the in vitro skin irritation test with MLA-3202  
 
 A  

(OD570) 
B  

(OD570) 
C 

(OD570) 
Mean 
(OD570) 

 SD 

Negative control 0.755 0.924 0.968 0.882 ± 0.112 

MLA-3202  0.974 0.745 0.762 0.827 ± 0.128 

Positive control 0.115 0.136 0.069 0.107 ± 0.035 
 
OD = optical density 
SD = Standard deviation 
Triplicate exposures are indicated by A, B and C. 
 
In this table the values are corrected for background absorption (0.041). Isopropanol was used to 
measure the background absorption. 
 
Table 3 Mean tissue viability in the in vitro skin irritation test with MLA-3202  
 
 Mean tissue viability 

(percentage of control) 

Negative control 100 

MLA-3202  94 

Positive control 12 
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APPENDIX 2 
Individual OD measurements at 570 nm 

 

 A  
(OD570) 

B  
(OD570) 

C 
(OD570) 

Negative control 
OD570 measurement 1 
OD570 measurement 2 

 
0.8261 
0.7665 

 
0.9820 
0.9482 

 
1.0665 
0.9509 

MLA-3202  
OD570 measurement 1 
OD570 measurement 2 

 
1.0080 
1.0226 

 
0.7824 
0.7907 

 
0.8794 
0.7268 

Positive control 
OD570 measurement 1 
OD570 measurement 2 

 
0.1570 
0.1562 

 
0.1895 
0.1653 

 
0.1112 
0.1086 

 
OD = Optical density 
Triplicate exposures are indicated by A, B and C. 

  



Final Report Page 18 
 Test Facility Study No. 511872 

APPENDIX 3 
Historical control data for in vitro skin irritation studies 

 
 Negative control 

(absorption; OD570) 
Positive control 

(absorption; OD570) 
Positive control 
(viability; %) 

Range 0.676 – 1.336 0.028 – 0.408 2.46 – 42.99 

Mean 1.06 0.16 14.78 

SD 0.14 0.11 9.29 

n 115 115 115 

 
SD = Standard deviation 
n = Number of observations 
 
The above mentioned historical control data range of the controls were obtained by collecting all 
data over the period of December 2012 to December 2015. 
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APPENDIX 4 
Technical data, safety sheet and certificate of analysis reconstructed human epidermis 
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APPENDIX 5 

Certificate of analysis 
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